VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument

0CT 22 2009

State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program
DataMaster edm S/N 130187
Supervisor/Operator Performing the Verification Procedure:
Name Dan Pasquariello ID# 2620  Date 10-16-09
A
Agency Dillingham PD Phone = 842-5354
Instrument Location Dillingham PD .~
Alco SN 78853 Target Value .083 ~ High Pressure 800 psi
B
"
Alco Test Value Average -081 -081
I* Alco 2" Aleo
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(Do Not write in the area below)

I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I'am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.
(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safe

(3) I'am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for

maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification.
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VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130187 C—

(CONTINUED FROM FRONT PAGE)

C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
LASKR DEPARTIENT OF PUBLIC S
, DATAMISTER con 130147 }m
ALASKR DEPARTHENT OF PUBLIC SAFETY _
DATAMISTER cda 130157 [~ ICTIER 6. 00 P
TR 135
CTOBER 16, 2949
‘@Aﬂ — DIRGHESTIC CHEK —
OPERATOR’S HROE: w
PRSBUARIELLD, DA COMPUTER: Ky
PERATIR'S MIBER: %28
SRITT'S LT W PROGRA: Ky
SRIET'S FIIST WIEA ¢ SOFTIRFE. DATE: R/
0.l 41 173456708 HEATERS
DEPT/RGENCY DLG1 SHPLE CHPRER: e
CRGEREFORT: 1734567650 BREATH TUBE: 4
TEST THPE: U
LD TIRSET WLE: 085 BROETER 2,72 in
ao s s
FLOJ DETECTIR: oK
— BREATH ARLYSIS —
PP
583 ADJUSTED FIR 29.72 i HIGH SPEED: Ky
LC0 TRRGET & 1w
BLOHK TEST M 199 DETECTOR: W
INERL STROGRD LERIFIED | 18:09
N T WA FILTERS: Ky
BLANK TEST L RVARLH
SBJECT SAPLE WA WRRTZ STRORD: KW
AT o0 e /e
NOTMR I B CALIERATION: Y
LA TEST w18
PRINTER TEST
R -, AL THKIR01 =) WRECDEF
HLKLUNIPIRSTLLARYZI:1°_ ahededohi jk Lano
parshrmsziid

BTY 03/00



